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Spectrex  Laser Particle Counter 800-822-3940 v8.13g
# um % Count

Interim
0 40 80 120 160 200 240 280 320 360 400

< 0
1 1 162
2 2 330
3 3 275
4 4 156
5 5 77
6 6 13
7 7 7
8 8 2
9 9 1

10 10 0
11 11 0
12 12 0
13 13 0
14 14 0
15 15 0
16 16 0
17 17 0
18 22 0
19 27 0
20 32 0
21 37 0
22 42 0
23 47 0
24 52 0
25 57 0
26 62 0
27 67 0
28 72 0
29 77 0
30 82 0
31 87 0
32 92 0

> 0
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10231023

ISO

Groups

Total Surface
counts Counts area Volume

Bin Size /cc percent percent percent
--- -------- --------- ---------- ---------- ---------

> 1 1,023.00 100.00% 100.00% 100.00%
1 > 5 100.32 9.81% 31.38% 41.60%
2 > 10 0.00 0.00% 0.00% 0.00%
3 > 15 0.00 0.00% 0.00% 0.00%
4 > 25 0.00 0.00% 0.00% 0.00%

> 50 0.00 0.00% 0.00% 0.00%
ISO Class: 14/1

 Total counts:    1,023.00/cc
   Mean size:          2.75um
   Standard dev:     1.29um
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Total Surface
counts Counts area Volume

Bin Size /cc percent percent percent
--- -------- --------- ---------- ---------- ---------

< 0.00 0.00% 0.00% 0.00%
1 1um 161.83 15.82% 1.72% 0.63%
2 2um 329.53 32.21% 14.01% 8.58%
3 3um 275.34 26.91% 26.35% 21.87%
4 4um 155.98 15.25% 26.53% 27.32%
5 5um 77.26 7.55% 20.54% 25.00%
6 6um 12.81 1.25% 4.91% 6.85%
7 7um 7.32 0.72% 3.82% 5.98%
8 8um 2.20 0.21% 1.49% 2.59%
9 9um 0.73 0.07% 0.63% 1.19%

10 10um 0.00 0.00% 0.00% 0.00%
11 11um 0.00 0.00% 0.00% 0.00%
12 12um 0.00 0.00% 0.00% 0.00%
13 13um 0.00 0.00% 0.00% 0.00%
14 14um 0.00 0.00% 0.00% 0.00%
15 15um 0.00 0.00% 0.00% 0.00%
16 16um 0.00 0.00% 0.00% 0.00%
17 17um 0.00 0.00% 0.00% 0.00%
18 22um 0.00 0.00% 0.00% 0.00%
19 27um 0.00 0.00% 0.00% 0.00%
20 32um 0.00 0.00% 0.00% 0.00%
21 37um 0.00 0.00% 0.00% 0.00%
22 42um 0.00 0.00% 0.00% 0.00%
23 47um 0.00 0.00% 0.00% 0.00%
24 52um 0.00 0.00% 0.00% 0.00%
25 57um 0.00 0.00% 0.00% 0.00%
26 62um 0.00 0.00% 0.00% 0.00%
27 67um 0.00 0.00% 0.00% 0.00%
28 72um 0.00 0.00% 0.00% 0.00%
29 77um 0.00 0.00% 0.00% 0.00%
30 82um 0.00 0.00% 0.00% 0.00%
31 87um 0.00 0.00% 0.00% 0.00%
32 92um 0.00 0.00% 0.00% 0.00%

> 0.00 0.00% 0.00% 0.00%
--------- ---------- ---------- ---------

TOTALS 1,023.00 100.00% 100.00% 100.00%
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